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Abstract 



Fermentation systems are used to provide an optimal growth environment for many different types of cell cultures. The ability afforded by 
fermentors to carefully control temperature, pH, and dissolved oxygen concentrations in particular makes them essential to efficient large scale 
growth and expression of fermentation products. This video will briefly describe the advantages of the fermentor over the shake flask. It will also 
identify key components of a typical benchtop fermentation system and give basic instruction on setup of the vessel and calibration of its probes. 
The viewer will be familiarized with the sterilization process and shown how to inoculate the growth medium in the vessel with culture. Basic 
concepts of operation, sampling, and harvesting will also be demonstrated. Simple data analysis and system cleanup will also be discussed. 



Video Link 



The video component of this article can be found at http://www.jove.com/video/50582/ 



Introduction 



Basic fermentation technology is an extension of the simple shake flask technique for growing cultures. It grew out of the desire to control growth 
environments for live cultures in a more complete and quantitative way. Batch culture shake flasks are usually limited by imprecise control 
of temperature. Temperature uniformity in an incubated shaker or warm room is highly variable, sometimes straying 5 °C or more from the 
intended setpoint. Since the shake flask is normally agitated at a fixed speed, oxygen uptake and gas exchange is limited. Once the available 
ambient oxygen is depleted, most cultures fail to thrive. There is no pH control in shake flasks. In many cases, if the culture is not limited by feed 
stock, it becomes acidic to the point of detriment to the culture and respiration slows dramatically. Most shake flask cultures are also run as a 
'batch', which means that they are fed only once at or near the beginning of the cultures inoculation. After this initial carbon source is consumed, 
the culture stops growing. In some cases its metabolism may shift and begin to consume other metabolites in the culture broth, sometimes 
changing the characteristics of the resultant biomass or protein. Shake flasks are also usually subject to media evaporative loss in warmer 
culture environments, typically 1 0% of volume per 24 hr at 37 °C. This loss changes the density of the culture and prohibits longer term operation 
of the system. Finally, the user may encounter foaming from the media after agitation. The occurrence of foam in the headspace above the 
culture will limit gas exchange and further stifle growth. 

The basic fermentation system is designed to address all of these limitations. Careful temperature control is achieved in fermentation vessels 
by the use of impeller agitation and a heating jacket. A sensor inserted into the vessel and feedback control of heating and cooling of this 
jacket usually results in temperature control ±0.1 °C around the setpoint. Benchtop fermentors generally provide control of pH via liquid reagent 
addition through a pump. The pH value is continuously monitored in an effort to keep the environment optimal for cell growth. Proper aeration 
is maintained by the aforementioned mixing impeller or by the infusion of air or oxygen supplemented gas directly into the culture. With shear- 
sensitive cultures, oxygen supplemented gas is the primary mechanism for maintenance of oxygen level in the culture. Measurement of oxygen 
in solution is usually achieved by a polarographic probe which is not normally available for use in shake flasks. It is also possible to continuously 
or periodically add feed to the vessel to maintain growth in a linear or exponential fashion. The exit gas condenser provides a cold surface for 
vapor in the exhaust gas flow to condense, thus preserving culture volume and density. Periodic addition of antifoam surfactant is actuated by a 
conductivity probe in the culture, reducing foam on the surface and allowing gas exchange. 

The vessel, with all probes, fittings, impellers, harvest pipes, and tubes, is assembled and sterilized in a standard autoclave. After final probe 
calibrations and stabilization to operating environment, the culture is added to the vessel. The system can then be used to characterize the 
culture in a way that is more quantitative and precise than with a shake flask method. Tight control of temperature, pH, oxygen content, feed 
consumption, liquid evaporation, and foam levels all contribute to a much higher biomass and better protein yield. 



Protocol 



1 . Begin operation with vessel setup. A conventional fermentor has the following components that need to be installed (Figure 1 ): 
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1 . pH probe - for measurement of pH in the live culture. Calibrate probe before installation and sterilize with the vessel. Install probe in the 
headplate. 

2. p0 2 probe - for measurement of dissolved oxygen content inside the vessel during fermentation. Install in the headplate. 

3. Harvest pipe for sampling the culture. Install this adjustable height component in the headplate. 

4. Gas sparger - resides at the bottom of the vessel and provides gas infusion to the culture. Hook sparger up to the gas source on the 
fermentor and mount in the headplate. 

5. Impeller shaft and impeller - the impeller stirs the culture and is critical for maintaining culture uniformity in the vessel. 

6. Exhaust gas condenser - for curbing evaporative loss in the vessel by cooling the exhaust gas path. 

7. Reagent pump lines for pH control or feed addition. 

2. Clean the vessel and headplate with soap and water. A soft brush is recommended for scrubbing the vessel and headplate. Bleach or 
cleaners with chlorine cannot be used to clean the vessel. 

3. If the media is not heat labile, add it to the clean vessel. Only add until maximum working volume is reached. In this instance, maximum 
working volume is 3.3 L for a 5 L total volume vessel. 

4. Mount the vessel headplate, ensuring that the o-ring seal is properly seated. 

5. Install the exhaust gas condenser. 

6. Install the antifoam probe into its 10 mm port. 

7. Install the harvest pipe into its 10 mm port. Put a piece of tubing on the top of it and clamp it off. 

8. Install tubing and a 0.20 urn filter on the sparge inlet and then clamp this off. 

9. Calibrate the pH probe: 

1 . Gather 2 reference buffers in small beakers, a wash bottle, and a spare wash beaker. 

2. Hook the pH probe up to the fermentor and turn the fermentor on. 

3. Scroll to the pH parameter and using the menu button, scroll to the 'Cal' option, and press 'Enter'. 

4. Select '2' for 2 point calibration. 

5. Wash off the probe tip and submerge in the low reference buffer. The value on the fermentor will stabilize. Using the + and - keys, 
adjust the displayed value to match the value of the pH reference buffer. Once it stops blinking, press 'Enter'. 

6. Wash the probe off and insert it into the second reference buffer. Allow the value to stabilize and then use the keypad to make the 
displayed value match the high reference buffer value. Press 'Enter' to confirm. 

7. Wash the probe tip off and disconnect it from the fermentor. Put the protective cap on the connection and install it in the headplate. 

10. Open the p0 2 probe tip and check to ensure that there is enough electrolyte to cover the tip. If not, add some to the reservoir and close it 
back up. 

1 1 . Install the p0 2 probe in the headplate and make sure that the autoclave cap is put on to protect its electrical connections. It will be calibrated 
after sterilization. 

12. Obtain a bottle for reagent feed with a dip tube and air filter. Add pump tubing to the dip tube port and attach the other end to the inlet port on 
the fermentor. 

13. Place tubing on all unused ports then clamp tubing off. 

14. Install a 0.45 urn filter on the exhaust gas condenser. This filter ensures that the vessel does not pressurize in the autoclave. 

1 5. Check that all tubes that go below the level of the media are clamped off to prevent media from coming out. 

16. Put the vessel in the autoclave for 25 - 30 min at 121 °C, liquid cycle. Caution: When it comes out it will be very hot. 

17. Install the vessel on the fermentor base. 

18. Hook up the pH probe cable. 

19. Attach the p0 2 probe cable. 

20. Hook the sparger up to the gas addition rotameter. 

21 . Sterilely add 1 M NaOH reagent to the bottle with the dip tube and install the pump head on the base pump head spindle. 

22. Put the temperature sensor in the thermowell on the headplate. Ensure that it goes all of the way to the bottom of the thermowell. 

23. Lower the agitation arm onto the vessels impeller coupling. 

24. Make sure that the fermentor is on. 

25. Check that water is available to the fermentor. 

26. Turn on the air supply to the fermentor. 

27. Scroll to the temperature parameter and set the temperature to 37 °C. Press the 'Enter' button to start the temperature control. The vessel will 
heat up in 15 min or less. 

28. Turn the gas flow to 1 vessel volume of media per minute or less. For this set up, gas flow is 3 L/min. Bubbles should appear at the bottom. 

29. Scroll to the agitation parameter and set to 300 rpm. Press 'Enter' to turn on the agitation. 

30. Once the temperature has reached 37 °C, scroll to the pH parameter and set it to 6.8. Turn the pH control on by pressing the 'Enter' button. 

31 . Set agitation to the maximum speed of 1 ,000 rpm for the run. 

32. Ensure that the p0 2 probe is polarized properly to display proper values. After 2 hr, scroll to the p0 2 parameter and use the 'Menu' button to 
select the 'Calibrate Function' and select the 1 point calibration. 

33. After 15 min, use the cursors to set the value to 100 and press 'Enter.' This will calibrate p0 2 . 

34. Scroll to agitation and set to 300 rpm. 

35. Using the 'Menu' button, turn the 'Cascade' to 'on' in the agitation menu. This will increase the speed of agitation in an effort to chop up air 
bubbles and force more oxygen into solution as growth demand increases. 

36. Scroll to the p0 2 parameter and set the value to 30. Press the 'Enter' button to start p0 2 . 

37. Start the control software package on the PC. 

38. Once the probes are calibrated, agitation is stable at 300 rpm, temperature is at 37 °C and pH is close to 6.8, it is time to inoculate. Using 
alcohol, sterilize the port that will be used for inoculation. 

39. Draw the inoculum into a syringe and add it into the sterilized port. Close the port. 

40. Mark the time of inoculation in a log book. 

41 . It is also important to take a sample at sterilization time. Sterilize the end of the harvest pipe tube with alcohol. 
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42. Open the clamp covering the harvest port and use a syringe to draw a sample. This first sample is usually discarded because it has been 
sitting in the pipe. 

43. Use another syringe to pull another sample. 

44. With a third syringe, push air back through the pipe to remove as much dead volume from the line and clamp the line off. 

45. Determine the cell density and pH and record the values. With microbial cultures, it is useful to log values every hour. Interval is culture 
dependent. 

46. Harvest methodology depends upon the intent for the culture after growth is completed. In this case, sample the culture a final time to receive 
endpoint values for cell density and possible pH or measurement of wet cell weight. Open the headplate disposed of the contents in a 
designated "kill tank" with bleach or other antimicrobial agents. 



Representative Results 



The bioreactor can be run with or without the IRIS software. However to capture data, it is best to use the software. Before addition of bacteria, 
the pH and oxygen sensors must be calibrated, the impeller speed set and the temperature set. In Figure 2, the data output for a bioreactor run 
is presented. The temperature was set to 30 °C, the impeller speed at 200 rpm. The parameters may be different for each experiment but before 
addition of bacteria, the system should be at steady state. In Figure 3, the change in oxygen concentration with the addition of the bacterial 
culture is shown. The set-points for this experiment are 37 °C, stirrer at 200 rpm, 0 2 at 70%. At time 19:20, the feed pump delivers the bacterial 
seed culture at an OD of 0.1 causing an immediately drop in the 0 2 level. The bioreactor responds to the changing 0 2 level with an increase 
in the airflow and impeller speed. The set-points for the increases are set in the cascade (step 35). The reactor pH was monitored in real time, 
with the pH decreasing then increasing as demonstrated by the pH line fluctuation over time (Figure 4). The entire run can be analyzed and 
parameters adjusted for subsequent experiments. 




Folder Button 



Figure 1. Benchtop bioreactor with all parts labeled and connected. This figure shows the stirred tank reactor at the beginning of a run. The 
parts of the reactor are labeled and include the sensors, impeller, temperature gauge, feed & sampling bottles, exhaust port, air pressure gauge, 
heating jacket, condenser tower, and control panel. 
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Figure 2. Screen image of bioreactor software at the beginning of run. At the start of a stirred tank run, the temperature was set at 30 °C 

(yellow line), impeller speed at 200 rpm (red line), pH at 6.5 (green line), and p0 2 at 57.2% (blue line). Click here to view larger figure. 
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Figure 3. Screen image of bioreactor software during the run as oxygen decreases. When the culture is in active growth phase, it 
consumes oxygen and the amount of oxygen in the reactor is decreased (blue line). By increasing the impeller speed, more oxygen can be 
added to the culture (red line). Click here to view larger figure. 
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Figure 4. Screen image of bioreactor software showing pH change over time. The pH of the culture is monitored continuously and over time 
it decreases as lactic acid is produced and then increases as base is added to the bioreactor (blue line). Click here to view larger figure. 



Discussion 



Stirred tank bioreactors are the standard in the Biotechnology industry and have been used for over 40 years 1 . The small stirred tank has 
been important for scale-up, scale-down, strain optimization, characterization, and process development. It may also have an important role in 
the development of individualized medicine 2 . The small scale bioreactor is most similar to in situ conditions for cell growth because it can be 
monitored and optimized throughout a run. Most often, initial experiments are performed using shake flasks but the conditions in the small scale 
bioreactor differ significantly from the shake flask. In one experiment we found that the conditions for optimal growth of E. coli and production of 
Green Fluorescent Protein (GFP) in the shake flask did not translate to the stirred tank (unpublished data). 

Other methods of growing cells in large scale include roller bottles, single use rocking platform bioreactors 3 and larger single use bioreactors 
with working volumes from 50 to 5,000 L. Each method provides challenges for scale-up, but has found a place in production. The single use 
rocking platform bioreactor is similar to the stirred tank, and provides a regulated environment. It differs from the stirred tank in that mixing occurs 
due a rocking motion to generate waves to prevent cell settling and provide oxygenation. The hydrodynamics for this method are different from 
the stirred tank and maximum volume is limited to 1 ,000 L. The differences can affect cell growth and product production. Other single use 
systems combine the stirred tank with the disposable reactor to, provide a platform with a minimum of infrastructure and associated overhead, 
and the capability for high-throughput bioprocessing 4 

New users of benchtop Bioreactors may have trouble determining initial setpoints for pH, p0 2 and temperature; however, published research 

can be referenced for this information 5 ' 6 ' 7- 8- 9 . With bacterial cultures in particular, it is recommended to start agitation at the same speed as the 
shaker flask and the temperature at the same setpoint. Culture pH from previous shake flasks runs can also be used as a starting point. Setting 
of the p0 2 value is more difficult and is typically determined empirically. However, beginning with 50% p0 2 is a recommended starting point. 
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